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Abstract 

Preanalytical phase is the most vulnerable part of the total testing process and is considered to be among the greatest challenges to the laboratory 
professionals. However, preanalytical activities, management of unsuitable specimens and reporting policies are not fully standardized, nor har- 
monized worldwide. Several standards related to blood sampling and sample transportation and handling are available, but compliance to those 
guidelines is low, especially outside the laboratory and if blood sampling is done without the direct supervision of the laboratory staff. Furthermo- 
re, for some most critical procedures within the preanalytical phase, internationally accepted guidelines and recommendations as well as related 
quality measures are unfortunately unavailable. There is large heterogeneity in the criteria for sample rejection, the different strategies by which 
unacceptable samples are managed, processed and test results reported worldwide. Management of unacceptable specimens warrants therefore 
immediate harmonization. Alongside the challenging and long road of patient safety, preanalytical phase offers room for improvement, and Editors 
at Biochemia Medica Journal definitely hope to continue providing a respective mean for reporting studies on different preanalytical phase topics. 
With pleasure and delight we invite potential future authors to submit their articles examining the quality of various preanalytical activities to Bio- 
chemia Medica. We will keep nurturing this topic as our prominent feature and by this we hope to be able to deliver valid evidence for some future 
guidelines and recommendations. 
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Introduction 

Preanalytical phase is nowadays recognized as the 
most vulnerable part of the total testing process. 
Due to their impact on the quality of results of lab- 
oratory testing, preanalytical errors have been in- 
cluded within the greatest challenges to the labo- 
ratory professionals, during the last 20 years (1,2). 
Unfortunately, preanalytical activities, manage- 
ment of unsuitable specimens and reporting poli- 
cies are not fully standardized, nor harmonized 
worldwide. 

Blood sampling procedures 

The Clinical Laboratory Standards Institute (CLSI) 
has issued several standards related to blood sam- 
pling and sample transportation and handling 
(3-5). The compliance to those guidelines is low, 



however, especially in cases when blood is collect- 
ed outside the laboratory and without the direct 
supervision of the laboratory staff (6-9). Moreover, 
some recommendations have recently been chal- 
lenged, such as recommendation for patient iden- 
tification procedure (10,11) and sample mixing (12). 

Therefore, to achieve appropriate quality improve- 
ment and to reduce the burden of preventable er- 
rors, standardization of the preanalytical proce- 
dures including patient preparation and identifica- 
tion, sample collection, transport, handling, stor- 
age and preparation for testing should become 
our major focus. Standardization of several prean- 
alytical activities can be indeed achieved by major 
adherence to available guidelines, implementa- 
tion of total quality management system that in- 
clude preanalytical requirements, as well as con- 
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tinuous education of the health staff with blood 
sampling responsibilities (13,14). 

Management of unsuitable specimens 

For some most critical procedures within the pre- 
analytical phase, internationally accepted guide- 
lines and recommendations are unfortunately un- 
available, as are unavailable the related quality 
measures (15). Although some national societies 
have issued their national guidelines to standard- 
ize some preanalytical issues (16), there are still no 
universally accepted guidelines for management 
of unacceptable specimens. This is even more 
alarming if one considers the large heterogeneity 
in the criteria for sample rejection, the different 
strategies by which unacceptable samples are man- 
aged, processed and test results reported world- 
wide. Management of unacceptable specimens 
warrants therefore immediate harmonization. 

The major obstacle to achieve an efficient unifor- 
mity of practices lays in the lack of universal con- 
sensus due to the numerous conflicting reports, 
great heterogeneity in the study design and the 
lack of high quality evidence based studies, which 
could provide valid and unbiased evidence for the 
effect of some preanalytical error on the laborato- 
ry test result. 

Heterogeneity in the study design is due to many 
reasons. First, different authors have used different 
sampling systems, different tube types and addi- 
tives and on different analytical platforms. Also, 
different strategies have been used to produce 
and study interferences such as lipemia, hemolysis 
and icterus (17). Different cut-off values for serum 
indices are used to test for interferences and dif- 
ferent thresholds are also applied to verify the ob- 
served biases. For all the above mentioned reasons, 
study results are usually scarcely reproducible. 

Preanalytical phase studies recently 
published in Biochemia Medica 

Editors at Biochemia Medica are especially proud 
of the increasing number of studies in this field, re- 
cently submitted and accepted for publication in 



our Journal. This proves that authors have recog- 
nized our Journal as an appropriate channel for re- 
porting studies on preanalytical phase to the wide 
audience of laboratory professionals. Below is the 
overview of some most convincing studies pub- 
lished in the Journal during the last couple of 
years. 

Lippi and his co-workers have described specific 
software developed for the recording preanalyti- 
cal errors in their laboratory. With this study, the 
authors have showed that the implementation of 
this very simple and absolutely free software for 
systematical recording of preanalytical errors is 
highly favorable, since it enables harmonization of 
incident reporting practices within the same labo- 
ratory and even across national and international 
laboratories (18). This is particularly noteworthy 
since incidents are commonly underreported in 
the preanalytical phase (19). 

It has long been known that venous stasis due to 
prolonged tourniquet application may alter the 
concentration and activity of several analytes in 
blood (20,21). Recently, transillumination devices 
have been proposed as reliable and simple tool for 
eliminating the venous stasis during phlebotomy. 
The efficiency of this system in limiting the effect 
of venous stasis has been studied by Lima-Oliveira 
et al. for coagulation testing (22), routine hemato- 
logical testing (23) and for clinical biochemistry 
testing in this Journal (24). 

Patient preparation, body position, health status, 
physical activity have long been recognized as ma- 
jor determinants of variations of many laboratory 
parameters. In this Journal, we have also published 
some very interesting observations on the effect 
of winter swimming and exercise on selected lab- 
oratory parameters (25,26). 

Lipemia is a common preanalytical problem, caus- 
ing significant interferences in the results of labo- 
ratory testing. Calmarza era/, have studied the ef- 
fect of hypertriglyceridaemia on several biochem- 
istry analytes and have observed that lipemia is 
associated with clinically significant interferences 
for phosphorus, creatinine, total protein and calci- 
um measurement. Even more interestingly, the au- 
thors have also reported that those interferences 
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might be effectively attenuated or completely re- 
moved by ultracentrifugation of the sample (27). 

Several centrifugation protocols as a reliable strat- 
egy for removing lipemia have been investigated 
by Dimeski etal. (28). In their study, Dimeski et al. 
have evaluated a procedure of high speed centrif- 
ugation using the micro-centrifuge compared with 
an ultracentrifuge in their ability to reduce the in- 
terference of lipids in lipemic sera pools. Accord- 
ing to their evidence, high speed micro-centrifu- 
gation would provide a suitable, more practical 
and less expensive alternative to ultracentrifuga- 
tion for analyses of sodium, creatinine, urate, total 
protein, lactate dehydrogenase (LD), magnesium 
and, cholesterol and triglyceride if measured on a 
Beckman DxC800 analyser (Beckman Coulter, Ful- 
lerton, CA, USA). This observation merits special 
attention, since the ultracentrifuge is nowadays 
only available in highly specialized laboratories. 

Hemolysis is the most common preanalytical in- 
terference and still one of the biggest challenges 
to the laboratory specialists (29). Koseoglu et al. 
have carried out a study to investigate the effects 
of the different degree of hemolysis for some most 
commonly used biochemical parameters (30). This 
paper is of utmost importance since it provides 
clear evidence for the clinically significant differ- 
ences caused by visually undetectable (plasma he- 
moglobin < 0.5 g/L) to moderate hemolysis for LD 
and aspartate aminotransferase (AST), potassium 
and total bilirubin, whereas biases for some other 
parameters were found to be statistically signifi- 
cant, but remained within the conventional Clini- 
cal Laboratory Improvement Amendments (CLIA) 
limits (albumin, alkaline phosphatase (ALP), amy- 
lase, chloride, HDL-cholesterol, creatine kinase 
(CK), glucose, magnesium, total protein, triglycer- 
ides, unsaturated iron binding capacity (UIBC) and 
uric acid). The article by Koseoglu etal. is currently 
the third most frequently downloaded paper from 
the Biochemia Medica web site in the period from 
January - June 2012, with over 4000 downloads. 
This clearly shows high degree of interest and con- 
cern for hemolysis by laboratory professionals. 

In another study by Lippi and his coworkers, which 
should hence be considered the continuation of 
the above mentioned study by Koseoglu et al. it 



has been reliably shown that corrective formulas 
meant to adjust the results of several laboratory 
parameters for the hemolysis degree are unreli- 
able and potentially misleading, since mechanical 
injury of blood components and subsequent re- 
lease of cell blood components into the serum or 
plasma does not occur homogeneously (31). 

Preanalytical phase studies published in 
this issue of Biochemia Medica 

In this issue of Biochemia Medica we publish sever- 
al articles dealing with other preanalytical phase. 
Lima-Oliveira and his colleagues report an inter- 
esting comprehensive validation study of different 
serum vacuum tubes for routine clinical chemistry 
laboratory testing (32). This study is important due 
to the fact that some blood collection tube com- 
ponents such as various additives, clot activators, 
anticoagulants, surfactants, lubricants, stoppers 
and separator gels may interact with blood and 
therefore cause variable biases of the results of dif- 
ferent laboratory tests (33). Unfortunately, collec- 
tion devices are often not validated prior to their 
routine use and their effect is often neglected. 

Another interesting article published in this issue 
of Biochemia Medica is the extensive analysis on 
the effect of different syringe volume, needle size 
and sample volume on blood gas analysis in sy- 
ringes washed with heparin, performed by Kurne 
etal. (34). In this work, the authors have shown that 
sample dilution and heparin final concentration in 
the sample, due to the nonstandardized sampling, 
in syringes washed with liquid heparin, gives rise 
to clinically significant biases for pC02 and elec- 
trolytes. 

The last article dedicated to the preanalytical 
phase issues is that of Cuhadar et al. (35). In their 
study the authors have assessed the stability of 
some most common biochemical parameters in 
serum separator tubes with or without gel barrier 
subjected to various storage conditions. Their ob- 
servations may thus serve as the basis for deter- 
mining the appropriate time and storage condi- 
tions for re-testing those biochemical parameters 
in everyday routine activity. 
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An invitation to submit manuscripts 
dealing with preanalytical phase to 
Biochemia Medica 

Alongside the challenging and long road of pa- 
tient safety, there is wiggle room for tackling the 
route for improvement, and we definitely hope to 
continue providing a respective mean for report- 
ing studies on different preanalytical phase topics 
in this Journal. With pleasure and delight we invite 
potential future authors to submit their articles ex- 
amining the quality of various preanalytical activi- 



ties to Biochemia Medica. We will keep nurturing 
this topic as our prominent feature and by this we 
hope to be able to deliver valid evidence for some 
future guidelines and recommendations hopefully 
under the auspices of accredited international 
bodies such as the European Federation of Clinical 
Chemistry and Laboratory Medicine (EFLM). 

In this respect, we also invite you all to the forth- 
coming 2nd EFLM-BD European Conference on 
Preanalytical Phase that will be held in the won- 
derful city of Zagreb, 1-2 March 2013. 
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Predanaliticka faza - neprekidni izazov za laboratorijske strucnjake 

Sazetak 

Od svih laboratorijskih postupaka, u predanalitickoj fazi je vjerojatnost za pogresku najvec'a i stoga ona predstavlja trajni izazov u laboratorijskoj 
medicini. No, predanaliticka faza laboratorijskog rada, upravljanje neprihvatljivim uzorcima i nacin izvjestavanja nisu u potpunosti standardizira- 
ni, niti harmonizirani na medunarodnoj razini. Postoje standardi za uzorkovanje te za transport i rukovanje uzorcima, no poznato je da se osoblje 
ne pridrzava tih smjernica, pogotovo ako se uzorkovanje obavlja izvan laboratorija i izvan neposrednog nadzora laboratorijskih strucnjaka. Stovi- 
se, za neke najspornije postupke predanaliticke faze, jos uvijek ne postoje medunarodno prihvac'ene smjernice i standardi kvalitete. Medu labo- 
ratorijima postoje velike razlike u kriterijima prihvatljivosti uzoraka, politikom upravljanja neprihvatljivim uzorcima i izdavanju rezultata iz istih. 
Iz tog je razloga upravljanje neprihvatljivim uzorcima nuzno sto prije harmonizirati. Na dugom putu prema sigurnosti bolesnika, kao konacnom 
cilju, mnogi su izazovi. Predanaliticka faza u torn smislu svakako nudi prostor za poboljsanje, a mi, urednici casopisa Biochemia Medica se nadamo 
da c'emo i dalje biti casopis izbora za objavljivanje radova s podrucja predanaliticke faze. S osobitim zadovoljstvom pozivamo ovim putem sve 
potencijalne buduc'e autore da salju svoje radove s podrucja predanaliticke faze u casopis Biochemia Medica. Mi c'emo nastaviti njegovati tu temu 
kao nase istaknuto obiljezje u nadi da c'e radovi objavljeni u nasem casopisu posluziti kao vrijedna grada za neke buduc'e smjernice i preporuke. 

Kljucne rijeci: predanaliticka faza; pogreske; indikatori kvalitete; vadenje krvi; uzorkovanje 
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